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Based on an idea that a butt-coupling between optical fibers can be utilized as a strain sensor, this 
report experimentally compares conventional sheet-type electrical strain gauge and optical one pro-
posed here. The butted fiber coupling had off-axis offset by 125 m between conventional SMF and 
a two-mode fiber specially made for this experiment. As shown in Fig. 1a and b, both sensors rec-
orded similar waveforms on an impact by tennis ball dropping from about 20 cm height to a paper 
box.  The waveform obtained with our optical sensor indicated high signal-to-noise ratio, fast and 






(TMF)の軸ずれ突き合わせ結合をアクリル板の上に 50 m 離して固定したものである。PSTI
社（千歳市）にて試作した TMF のモードフィールド径は 10.5 m で、突き合わせ結合の軸
ずれ量は 125 m とした。波長 1.3 m のレーザ光は SMF から TMF へ軸ずれ結合し、TMF
側の光出力を光電力計にて、サンプリング周期 0.2 ms で測定した。SMF と TMF を軸ずれ結
合とすることにより、TMF への入射光は結合点での歪方向によって増加あるいは減少する
ため、歪に対する応答波形の線形性に優れると考えられる。 
電気式箔センサの波形には室内電力配線からの 50 Hz の誘導波形が重畳していたため、計
算でこれを取り除いた後の波形を Fig.1-a に示す。センサを貼り付けた紙箱に、テニスボー






されたので、今後、測定の定量化と 2 次元計測への展開について検討を進める。 
 
     
(a) With a conventional sheet-type strain gauge (b) With our experimental optical gauge  
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